Use of an immobilized glucose oxidase cation-exchange resin column in the determination of glucose.
A thermal flow system for glucose determination is described, that utilizes a column of glucose oxidase immobilized on a cation-exchange resin (Amberlite CG50). The response is linear for glucose concentrations in the range 0.01-0.4mM. Stability and the factors influencing the response have been examined.